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MONTHLY THERMOMIXER TEMPERATURE CHECK FORM 

DATE_ INDIVIDUAL(S) TESTING_ 


A NIST traceable thermometer is used to check the actual temperature of the ThermoMixers. 
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Acceptable range 53°- 59° C (* 67°- 73° C for “ThermoMixer D” Only) 
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